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DATE: 1/27/12     
 
FROM:       
 
SUBJECT: P050044/S019 

  VitagelTM Surgical Hemostat/Stryker, Corp. 

CONTACT: Ms. Catherine Moffa 

TO:  THE RECORD    
 
BACKGROUND/ REASON FOR SUPPLEMENT 
P050044/S019 is a 180-Day Supplement that requests FDA approval for a design 
change (removal of the metering knob) to the CellPaker component of the Vitagel 
Surgical Hemostat system, introduction of a new contract manufacturer, a change to 
the packaging materials and sterilization methods, and the re-branding of the 
CellPaker component as VitaPrep Plasma Separator.   
 
REVIEW TEAM   

 
INDICATIONS FOR USE   
VitagelTM is indicated in surgical procedures (other than neurosurgical and ophthalmic) 
as an adjunct to hemostasis when control of bleeding by ligature or conventional 
procedures is ineffective or impractical.  
 
DEVICE DESCRIPTION   
Vitagel Surgical Hemostat is composed of a suspension of bovine collagen and bovine 
thrombin, which, when combined with the patient’s plasma, forms a safe and effective 
hemostat.  Vitagel Surgical Hemostat includes the following components and/or 
accessories: 
 

 Vitagel Syringe – an  filled, sterile syringe containing a suspension of 
bovine collagen, bovine thrombin, and calcium chloride 

 
 Transfer Syringe – a sterile empty syringe used following collection of autologous 

human plasma (using the CellPaker accessory) 
 

 Delivery System – an apparatus designed to combine and mix the contents of the 
Vitagel Syringe with the patient’s plasma contained in the transfer syringe at the 
time of administration to the bleeding site. The product’s delivery system is 
comprised of: 

 
o A joiner to connect the Vitagel Syringe to the Transfer Syringe 
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PROCESS QUALIFICATION 
The sponsor executed a Validation Master Plan that defines the requirements for the 
qualification and validation of VitaPrep manufacturing at the new vendor site  

  Process qualification testing was performed to ensure that the processes 
developed by the new vendor are capable of consistently producing labeled, assembled, 
filled, packaged, and sterilized devices.  Results indicate that the processes and 
procedures in place at  are acceptable to produce labeled, assembled, filled, 
packaged, and sterilized devices.   
 
CLINICAL DATA – N/A 
 
SUMMARY OF INTERACTIVE REVIEW/CORRESPONDENCE   
An electronic copy of the submission was requested from and provided by the 
sponsor.  Final reports for the cited validation studies were requested via email and 
were provided in a Major Amendment. 
 
CONCLUSION   
The information provided shows that the proposed design modification does not affect 
device performance, that the packaging and sterilization processes have been validated, 
and that the new vendor has been qualified.  The requirements of 21 CFR 820 appear to 
have been met.   
 
RECOMMENDATION - I recommend that the supplement be Approved.  
 
 
        
 Reviewer name  Date  
 
        
 Name, Chief, Branch              Date 
 




